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WAVEFORM ERRORS IN THE MEASUREMENT OF FILTER 
CHARACTERISTICS 


IN GIN E E R S w hose work 
includes the design and 
manufacture of electric 
wave filters have often been 
with the discrepancy that 
appears to exist between the calculated 
and actual performance. Given reason¬ 
ably good data about the character¬ 
istics of the coils and condensers that 
arc used, the frequency characteristics 
of a filter can usually he predicted 
fairly accurately, yet seemingly careful 
measurement often indicates a marked 


difference between the design data and 
the manufactured product. 

While nearly all communication 
engineers are aware that waveform dis¬ 
tortion in the power source will in¬ 
fluence the measured characteristic of 
a filter, few take the trouble to make 
an actual calculation of how serious 
such errors may become. 

Two of the usual circuits for observ¬ 
ing filter characteristics are illustrated 
in Figure 1. With either method, the 
output voltage of the oscillator, which 


(Jj 

concerned 



Figi RE 1 . Schematic diagram of circuits for measuring wave filter characteristics 
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is usually kept constant, is applied to 
I lie filter through a resistance equal to 
the characteristic impedance of the 
filter. The filter is terminated in a 
second resistance of the same value, 
across which the output voltage is 
measured. Generally an amplifier pre¬ 
ceding the output voltmeter is required, 
because the voltage after being attenu¬ 
ated by the filter is too low for direct 
measurement by voltmeters of ordinary 



1* iotiHE2. Error in measured rliararteristic of 
high-pas* filter due to distortion in the power 
source 


sensitivity. The hiss is either read 
directly from the meter readings with 
the amplifier gain known, as in A, or a 
loss equal to the filter loss at the vari¬ 
ous frequencies is set up in a parallel 
variable attenuation network, ami the 
losses balanced for equality by the 
method B. The latter circuit lias the 
advantage that the gain of the amplifier 
need not he know n for this comparison 
method. The impedance of the volt¬ 
meter or amplifier (if one is used) must, 
of course, he high with respect to the 
resistor Z. 

If the output voltmeter lias a uni¬ 
form frequency characteristic (as with 
copper-oxide-rectifier or vacuum-tube 
tyjies), trouble will occur when mea¬ 
suring band-elimination, hand-pass, or 
high-pass filters. When a-c hum is 
present in the power source or is picked 


up in the circuit, even low-pass types 
may appear to possess characteristics 
which differwidely from those indicated 
by the calculated data. 

A graphic illustration of the error of 
measurement of a high-pass filter is 
shown in Kigure 2. An ideal high-pass 
filter w ith a cut-off at 1000 cy cles i.s 
assumed. It eliminates entirely all 
frequencies below cut-off and passes 
without attenuation frequencies above 
cut-off. The power source in this case 
is a representative beat-frequency type 
of vacuum-tube oscillator which has 
relatively good waveform. The ampli¬ 
tudes of its harmonic components 
referred to the fundamental are as 
follows: second harmonic, 0.316% (-50 
db), third harmonic, 1.0% (-40 db), 
fourth harmonic, 0.1 c y (-60 db)* and 
fifth harmonic. 0.1% ( 60 dh) or a 
total distortion of about 1.06%. 

\l a measuring frequency of 200 
cycles the fifth harmonic, or 1000cycles, 
just falls in the passed hand and is 
read on the output voltmeter. At 250 
cycles the fourth appears, adding to 
the fifth, and so on up to the second, at 
500 cycles. The result is the apparent 
attenuation curve shown by the heavy 
line. 

So great a discrepancy between 
actual and measured performance can¬ 
not exist, because the ideal high-pass 
filter chosen for this example cannot 
he realized, but the better the filter 
the more pronounced the error will 
become. 

With a low-pass filter, this error 
does not occur because the harmonics 
of the power source are attenuated in 
the filter by a greater amount than the 
fundamental frequency, but another 
error can occur if power line hum 
frequencies which lie below the cut-ofT 


IET LABS, INC in the GenRad tradition 

534 Main Street, Westbury, NY 11590 TEL: (516)334-5959 • 













































MARCH, 1935 —VOL IX —No. 10 


3 


frequency arc present in the measuring 
circuit. For instance, when measuring 
a 1000-cycle, low-pass filter, one would 
e\|M>ct a continually rising attenuation 
with increasing frequency above 1000 
cycles. Actually, however, the attenua¬ 
tion would never exceed the r.m.s. 
Ie\el of the hum frequencies, all of 
which pass through the filter unatten¬ 
uated. The discrepancy between actual 
and measured characteristics under 
such conditions can he very consider¬ 
able. If the hum voltage amplitude is 
only one per cent of the amplitude of 
the power source, the measured atten¬ 
uation cannot exceed a maximum of 
10 dh (one-hundredth of the amplitude 
of the measuring frequency). An r.m.s. 
output voltmeter has no means for 
distinguishing between measuring fre¬ 
quencies and extraneous hum. 

Figure 3 is a comparison of the true 
characteristic of a hand-pass filter with 
that obtained using the representative 
heat-frequency oscillator anil r.m.s. 
output meter mentioned in the dismis¬ 
sion of high-pass filter measurements. 
'File accurate curve was obtained by a 
method described later, which elimi¬ 
nates the effects of the distorted wave¬ 
form of the power source. The solid 
line represents the true attenuation 
curve, and the dotted curve is the 
indicated attenuation characteristic. 
The presence of the fifth harmonic, 
which is the highest one of any appre¬ 
ciable amplitude, shows up by the devi¬ 
ation of the measured from the true 
characteristic at a frequency of 200 
cycles. The third harmonic has the 
greatest amplitude of all (1%). Thus 
at 333 cycles a big dip occurs in the 
measured characteristic as the third 
harmonic of 333 cycles falls in the 
passed baud. 


There are three methods that can be 
used to reduce the errors caused by 
power source harmonics: 

(1) Improving the waveform of the 
a-c power source. 

(2) Utilizing filters between the 
power source and tbe measuring circuit 
to reduce the harmonics to a negligible 
level. 

(3) Using a tuned or selective out¬ 
put voltmeter, that is. one which 
responds to only one frequency at a 
time. 

Vacuum-tube oscillators are uni¬ 
versally used for the power source. 
The difficulty of reducing the harmonic 
content of their waveform below one, 
two. or three per cent is well known to 
anyone who has attempted it, there¬ 
fore the method (l) above is impracti¬ 
cable. Of course, if the filter being 
examined has a maximum attenuation 
of only 20 dh (10:1 ratio between 



Ficvkk 3. Error in measured characteristic of 
hand-puss tiller due to distortion in the |M)wrr 
source 


passed and cut-off frequencies), a 
three per cent harmonic will not 
bother the measurements seriously. 
Most wave filters, however, have a 
higher attenuation ratio than this, and 
too frequently vacuum-tube oscillators 
have much more than three |>er cent 
of harmonics. 

Method (2), while often used, lias 
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several practical disadvantages, prin¬ 
cipally that suitable filters for use with 
the power source are not always avail¬ 
able. and. for a wide frequency range, 
they become too numerous and bulky 
to he handled conveniently. 

Method (3) is, therefore, by far the 
most useful. If the measuring voltmeter 
is sufficiently sharply tuned so that it 
will respond only to the desired fre¬ 
quency, eliminating all others, and if 
its frequency response range is variable 
over wide limits, it will prevent the 
errors caused by harmonics and will 
still be flexible enough for making most 
audio-frequency measurements. 

The Type 636- A Wave Analyzer* 
has these characteristics. Briefly, this 
instrument functions on the heterodyne 
principle, ft has an internal variable- 
frequency oscillator covering the range 
from 34,000 to 50,000 cycles |>er second. 
The impressed voltage under measure¬ 

• General Radio Experimenter, J unr-July, 1933, pp. 


ment is heterodyned with the internal 
oscillator, which is set to the proper 
frequency so that the upper side band 
of the combined frequencies is 50.000 
cycles. This fixed side-band frequency 
is passed through a two-stage quartz 
crystal filter of high selectivity. The 
internal or local oscillator is varied 
over its frequency range by means of a 
single large dial which is calibrated in 
terms of the frequency under measure¬ 
ment. i.e., 16,000 to 0 cycles. T he 
selectivity is so great that a frequency 
of only 30 cycles off resonance is 
attenuated by 40 dh and one off 90 
cycles is attenuated by 60 db. W ith 
such extreme selectivity, harmonics of 
the desired frequency do not produce 
a measurable reading, thus eliminating 
the errors from this cause; likewise hum 
frequency components that may cause 
errors in low-pass filter measurements 
are eliminated. 

Our laboratories are frequently con¬ 
fronted with practical filter design 



FREQUENCY (CYCLES) 

Fuji be I. Results of three measurements on a hand-elimination filter. The true attenuation 
eharaeleri-tie is obtained when the Type \ Wave Analyzer is used as the detector. The 
two lower curves were takcu using two different oscillators and a vacuum-tube voltmeter as 

the detector 
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problems requiring a careful measuring 
technique. For example, in two Gen¬ 
eral Radio measuring instruments* a 
good combination high-pass and hand- 
elimination filter is used to eliminate a 
100-cycle fundamental frequency and 
pass only the harmonics of the im¬ 
pressed 400-cycle frequency, in order 
to measure the total residual harmonics 
in its waveform. The ratio of the am¬ 
plitude of the total r.in.s. harmonic 
content to the fundamental amplitude 
is the "distortion factor," usually ex¬ 
pressed as a percentage. Obviously the 
excellence of these instruments depends 
upon the use of a filter that w ill attenu¬ 
ate the 400-cycle fundamental fre¬ 
quency to such an extent that its 
amplitude after filtering will he en¬ 
tirely negligible compared to its har¬ 
monics. The frequencies below 400 
cycles are also attenuated by the high- 
pass sections, so that errors due to 
extraneous noises, chiefly power line 
hum. will he eliminated. 

Figure 1 shows the attenuation 
characteristic of this filter measured in 
three ways: First, an r.m.s. vacuum- 
tube voltmeter was used as the output 

•’Hie Tvi'B 536-A Diatortiun-Facior Meter unit the 
TtPB 732-A Distortion and Noise Meter. 


meter, and an obsolete type of beat- 
frequency oscillator with high harmonic 
content was the power source. Instead 
of showing some attenuation at 400 
cycles, the attenuation appeared ac¬ 
tually to dip in the hand-elimination 
region. Second, the best oscillator 
available was used with the same out¬ 
put meter. The new Type 713-A Beat- 
Frequency Oscillator was the power 
source in this ease, which at 100 
cy cles had a harmonic content of only 
about 0.3% (-50 dh). This time the 
attenuation curve showed a rising 
characteristic as it should, hut its 
maximum was naturally limited to 
50 dh. For the third test a Type 636-A 
Wave Analyzer was substituted for 
the VT voltmeter. In addition to being 
highly selective, this has so great a 
sensitivity (one millivolt full-scale at 
its highest sensitivity) that the ampli¬ 
fier preceding the voltmeter in the two 
previous measurements was dispensed 
with. When the frequency selective 
wave analyzer was used, the true 
attenuation curve was obtained, show¬ 
ing. as it should, a maximum attenua¬ 
tion of 88 db. The curve obtained was 
practically the same, using either of 
the two oscillators for the power source. 

A. E. Tin essen 


mm 

USES FOR GENERAL RADIO INSTRUMENTS 


T his issue of the Experimenter is 
devoted mainly to uses for Gen¬ 
eral Radio equipment. The filler 
measurement article by Mr. Thiessen 
describes one of the many laboratory 
measurement applications of the Type 
636-A Wave Analyzer, and the article 
reprinted from \orge Xeus on pages 6 
ami 7 shows an interesting industrial 
application of the Edgerton Strobo¬ 


scope. We shall he glad to receive from 
our readers information regarding other 
interesting applications of General 
Radio apparatus, particularly those 
which arc unique or of more than 
ordinary interest. Wc plan to publish 
those which arc of general interest to 
our readers and full credit will, of 
course, be given to the source of the 
information. 
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THE STROBOSCOPE STOPS THE ROLLATOR 


r.IK following article is an ex¬ 
cellent example of the use of the 
K<lgcrton Stroboscope in observ¬ 
ing the operation of rapiflly- 
mo\ing mechanical sytstcniH to 
check the performance of the 
finished product against the 
design data. 

Our readers are undoubtedly 
familiar with the descriptions of 
the Norge Kolia tor in the manu¬ 
facturer's advertising. This arti¬ 
cle < reprinted from \orge Neies 
by permission of the Norge (W- 
poration) shows how these de¬ 
sign features can Ik* observed in 
ope ration. 


A llot T a year ago the Norge Fngi- 
i neering Laboratory obtained one 
of the very latest model Edgerton 
Strolniscopes developed by the General 
Radio Company. With this instru¬ 
ment, any motion up to as high as 
10.000 vibrations or cycles p'r minute, 
so long as it was repeated in a regular 
cycle, could he slowed down or even 
stopp'd so that the parts could he 
studied w ith the eye the same as if they 
were standing still. For instance, if the 
lip of a fan blade is suspected of vibrat¬ 
ing and making a noise, it may he 
viewed with the aid of the Edgerton 
Stroboscope the same as if the rapidly 
revolving blades were actually standing 
still, and if there are any vibrations 
imposed upon the ordinary rotation of 
the fan. they may he installtly detected. 
This instrument took care of the rapid 
movement of the parts, hut the Engi¬ 
neering Department was still faced with 
the problem of lieing able to see into 
the cylinder. 


They liafl previously huill Kolia tors 
with glass inserts in the dome, simply 
to observe the effect on the oil when a 
job was in op'ration. Therefore, the\ 
were able from past experience to 
design a dome with a very large glass 
insert, so that the whole interior of the 
compressor would he easily illuminated 
by the Hash from the lamp of the 
Kdgerton Strolioscope. The cylinder 
l»earing plate, as it is amply strong to 
supp>rt the shaft hearing, could he cut 
away sufficiently to expose the cylinder 
end plate, especially since additional 
available space for opening holes in the 
cylinder hearing plate could he ob¬ 
tained by moving the discharge valve 
from the cylinder end plate on to the 
side of the cy linder itself. This still left 
the problem of making a cylinder end 
plate from some transparent material. 

The cylinder end plate is the flat plate 
which closes the end of the cylinder, 
and it must he absolutely flat to pre¬ 
serve the proper clearance between 
itself and the end of the roller. It was 
thought by the Norge engineers that it 
might l>e possible to construct this 
cylinder end plate out of glass with 
sufficient accuracy so that it would 
function properly. This problem was 
turned over to the engineers of the 
Rausch & Loudi Optical Company, 
who. after several weeks of work, were 
able to produce two plates ground flat 
with a sufficient degree of accuracy so 
that the compressor would function as 
satisfactorily as it would with the very 
accurately ground cast iron cylinder 
end plates produced in the Rollator 
plant at Detroit. Producing these glass 
end plates was a very unusual and 
painstaking job because bolt holes bad 
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to Ik* drilled through the end plates the 
same as are in the regular east iron end 
plate. However, at quite an e\|>ense. 
this problem was linallv solved, and 
very tenderly the compressor was 
assembled to avoid any chancre of a 
strain that would crack the precious 
glass end plates. It was linallv put in 
operation and has revealed some very 
interesting and instructive facts about 
the interior of the Norge Kollator. 

One of the first things that was 
checked was to see whether or not the 
statement was true that the Kollator 
actually rolled around the inside of the 
cylinder and did not itself revolve at 
shaft speed. The actual speed of revo¬ 
lution of the roller inside of the cylin¬ 
der was observed and it was found that, 
for all practical purjioses. it is almost 
stationary. On two separate occasions 
the roller was observed over a period 
of two hours, during which time it did 
not make even one complete revolution. 
However, it did creep about 10 to 15 
degrees, proving that its position 
changes sufficiently to equalize any 
possible tendency to wear. 

There are now under way further 
intensive studies of the action of the 
blade and the oil inside of the com¬ 
pressor cylinder as they are revealed 
through the glass compressor. W ith the 
aid of this visibly operated machine, 
some very interesting and pertinent 



Norge engineers viewing the operation of the 
Kollator hy means of the KdgrrtonStrolHMicope 


data are being obtained on the aetion 
of the oil in the cylinder, and especially 
the flow of the oil as it is forced past 
the ends of the roller and around the 
blade into the cylinder and out through 
the discharge valve. 

Some studies also are to be made to 
see if there is any vibration of the 
blade during operation, and also of the 
action of the blade spring ami the dis¬ 
charge valve under actual conditions of 
operation. 


mm 

A NEW REACTANCE CHART 


T iik June. 1951, issue of the General 
Radio Experimenter announced 
that a considerable quantity of re¬ 
actance-computation charts were avail¬ 
able for distribution to readers. So 
many requests were received that our 


supply was very quick!) exhausted. 

We have recently prepared a new 
and improved char! which has a num¬ 
ber of advantages over the older one 
and we shall he glad to forw ard a copy 
to everyone who requests it. 
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MODIFICATION OF BROADCAST FREQUENCY 
MONITORS FOR COMPLETE A-C OPERATION 


F or the benefit of those who are using 
frequency monitors comj>osed of 
Type 575-D Piezo-Electric Oscillator 
ami Type 581-A Frequency-Deviation 
Meter, the General Radio Company is 
prepared to rebuild this equipment for 
complete a-c operation. This service is 
being made available because most of 
the d-c monitors have l»een in contin¬ 
uous use for two or three years, and. 
in many cases, a general overhaul and 
readjustment may be desirable. 

The modification of the piezo-elec* 
trie oscillator into a Type 575-E in¬ 
cludes installing a new panel and mod¬ 
ification of the terminal strip, replacing 
the temperature control relay with an 
a-c unit, installing fusible protective 
links in the tcnq»crature-control cir¬ 
cuit. replacement of the beat indicator 
lamp by one of the "bull's-eye” type, 
and such other minor changes as may 
be necessary. 

The cpiartz plate will lie readjusted 
to exact frequency, and bakelite bases 
will be replaced by isolantite. 

The deviation meter, after modifica¬ 
tion. will be called Type 581 -B and will 
supply the power for the Type 575-E 
Oscillator. The instrument w ill be given 
a complete overhauling ami put in first- 
class electrical and operating condition. 

The charge for the total modification 
is $125.00. The rebuilt instruments w ill 
carry the same guarantee as new equip¬ 



ment. The quoted price will include 
minor repairs not strictly a part of the 
reconditioning operation, but necessary 
major repairs will l»e subject to addi¬ 
tional charge at a fair rate. The time 
required to do the work will be between 
ten days and two weeks. 

The Federal Communications Com¬ 
mission will grant a permit to operate a 
broadcasting station for a period of 
three weeks without a visual monitor 
provided it is stated that the frequency 
monitoring equipment is lieing re¬ 
turned to the manufacturer for modifi¬ 
cation and calibration. It is. therefore, 
essential that the permit la* granted 
before the equipment is returned to us. 

Before returning instruments for this 
modification, write to the Service De¬ 
partment for shipping instructions. 

II. II. Dawes 



wrn 

GENERAL RADIO COMPANY 

30 State Street - Cambridge A, Massachusetts 
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